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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2006

POB 25046-MS 407-BLDG 95 Closing Date  : 09-Mar-2006

EPA Lab Code:  DENVER, CO 80225-0046 Score Date : 29-Mar-2006
C000009 (303) 236-2000

Director: MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.
** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0.

Shipment: 290 Non Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

ID Target * Limits Limits
Sample: Non Potable Water Base/Neutrals
Benzo{a)anthracene ug/L 9036 USGS <160 <100* Satisfactory
EPA Code: N/A Q-3116-87 81 passed out of 83 reported results.
Benzo(a)pyrene ug/L 9036 USGS <130 <200* Satisfactory
EPA Code: N/A Q31807 82 passed out of 84 reported results.
Benzo{b)fluoranthene ug/L 9036 USGS <190 <200* Satisfactory
EPA Code: N/A 0-3116-87 75 passed out of 84 reported results.
Benzo(g,h,i)perylene ug/L 9036 USGS 95.3 102 46.6 - 157 Satisfactory
EPA Code: N/A 0-3116-87 77 passed out of 83 reported resuits.
Benzo(k)fluoranthene ug/L 9036 USGS 826 827 245-141 Satisfactory
EPA Code: N/A O-3116-67 80 passed out of 84 reported results.
Benzyl buty| phthalate ug/L 9036 USGS 101 107 26.0- 187 Satisfactory
EPA Code: N/A Q:318:0 73 passed out of 77 reported results.
Chrysene ug/L 9036 USGS <120 <100* Satisfactory
EPA Code: N/A 0-3116-87 82 passed out of 83 reported results.
Dibenzo(a,h)anthracene ug/L 9036 USGS <220 <200* Satisfactory
EPA Code: N/A Q-3116:87 81 passed out of 82 reported results.
Di-n-buty| phthalate ug/L 9036 USGS <170 <400* Satisfactory
EPA Code: N/A 0-3116-87 74 passed out of 76 reported results.
Diethyl phthalate ug/L 9036 USGS 134 109 26.6- 191 Satisfactory
EPA Code: N/A Q311067 73 passed out of 77 reported results.
Dimethy| phthalate ug/L 9036 USGS <100 <100" Satisfactory
EPA Code: N/A QaHG07 77 passed out of 77 reported results.
Di-n-octyl phthalate ug/L 9036 USGS 108 124 28.7-218 Satisfactory

EPA Code: N/A ERSHTSoaT 75 passed ouf of 77 reported results.



